[The optimization of instrumental hemofiltration].
47 hemofiltration procedures were performed in 10 patients. A self-made balancer based on the volumic hydrodynamics dependent on substitute from filtrate was used. An APD-02 peritoneal dialysis machine served the source of the substitute. It provided change of the concentration and was used for prophylaxis of osmodisturbances, massive dehydration and for obtaining bicarbonate substitute. The technology for F-60 cartridges reuse has been elaborated and tested. One of the patients received the isolated hemofiltration programme for more than 2 months. Antiuremic efficacy of hemofiltration was studied.